Background: The 2009 Asian multicenter study for derivation of reference intervals (RIs) featured: 1) centralized measurements to exclude reagent-dependent variations; 2) inclusion of non-standardized analytes (hormones, tumor makers, etc.) in the target; and 3) cross-check of test results between the central and local laboratories. Transferability of centrally derived RIs for non-standardized analytes based on the cross-check was examined. Methods: Forty non-standardized analytes were centrally measured in sera from 3541 reference individuals recruited by 63 laboratories. Forty-four laboratories collaborated in the cross-check study by locally measuring aliquots of sera from 9 to 73 volunteers (average 22.2). Linear relationships were obtained by the reduced major-axis regression. Error in converting RIs using the regression line was expressed by the coefficient of variation of slope b [CV(b)]. CV(b) < 10% was set as the cut-off value allowing the conversion. The significance of factors for partitioning RIs was determined similarly as in the first report. Results: Significant sex-, age-, and region-related changes in test results were observed in 17, 15, and 11 of the 40 analytes, respectively. In the cross-comparison study, test results were not harmonized in the majority of immunologically measured analytes, but their average CV(b)s were < 10% except for total protein, cystatin C, CA19-9, free thyroxine, and triiodothyronine. After conversion, 74% of centrally derived RIs were transferred to each local laboratory.
Introduction
There has been growing demand for the conduction of a multicenter study to derive reference intervals (RIs) of commonly ordered laboratory tests that have been globally standardized. The Asian multicenter study conducted in 2009 was unique in that it also attempted to derive common RIs for non-standardized analytes, such as protein hormones and tumor markers, most of which were measured by immunoassays [ 1 ] . The key strategy was to centralize measurement by transporting all serum specimens in a deep-frozen state to central laboratories located in Japan. A single reagent and platform for each of the analytes was used to detect regionality of test results without assay-related variations.
The policy was appropriate for the standardized analytes such as creatinine, uric acid, total cholesterol, and electrolytes. However, for the non-standardized analytes, each RI determined was only relevant to the laboratories that used the same reagents as the central laboratory. Therefore, a scheme was implemented to cross-compare test results between the central and collaborating laboratories. For this purpose, parts of the frozen aliquots of sera remained at each laboratory and were measured locally. We: 1) analyzed sex-, age-, and region-related changes in test results for 40 non-standardized analytes; 2) derived their RIs for the central laboratory; and 3) evaluated the transferability of the RIs to each collaborating laboratory on the basis of cross-check testing.
Materials and methods

Multicenter study conducted in East and Southeast Asian
The framework of the Asian multicenter study was described in the companion paper, Part 1 of this article [ 1 ] . In brief, 48 laboratories from 14 cities distributed widely from the north to the south of Japan, and 15 laboratories in nine cities outside Japan (Seoul, Beijing, Taipei, Tainan, Hong Kong, Macau, Ho Chi Minh City, Kuala Lumpur, and Jakarta) took part in the study. A total of 3541 healthy individuals (2082 from Japan and 1459 from outside Japan) between 20 and 64 years of age were recruited using common criteria, and samples of their blood were drawn at basal conditions. Aft er a selection process for excluding those with apparent abnormal results in basic screening test items such as TG, HDL-C, glucose, etc., was performed, test results from a total of 3314 subjects (1438 males, 1876 females) were served for data analyses. Names, abbreviations, assay methods, and imprecision of the analytes for which test results were evaluated in this report are listed in Table 1 .
Collection and measurement of specimens for cross-check testing
The standard amount of blood taken from each volunteer was 17 mL (8.5 mL/tube × 2). The tubes, Vacutainer SST (capacity: 8.5 mL) containing a clot-activator, were provided by Becton-Dickinson Corp. (Franklin Lakes, NJ, USA). Sera were separated into CryoTube cryovials (capacity: 4.8 mL) (Nunc, Roskilde, Denmark), and put into deep freezer immediately as described in the fi rst part of this paper. Among the 63 collaborating laboratories, 44 voluntarily took part in the exercise of cross-check testing for secondary transference of RIs. Those volunteers who agreed to cooperate in the cross-check testing scheme gave one additional tube of blood (8.5 mL). These additional specimens were processed and stored identically with the other specimens to be transported to the central laboratory in Japan. The number of specimens used for the cross-check ranged from 9 to 73 (average 22.2). A total of 65 analytes, including standardized analytes for which RIs and related data analysis were reported [ 1 ] , were available for the cross-comparison of test results.
The frozen specimens stored at -80 ° C were thawed and measured identically with specimens for routine assay under well-controlled condition during the period when the collective measurements were being conducted. The test results recorded in an Excel fi le together with assay methods, reagents, and assay platforms were sent to the Secretariat of this study located at the Ichihara Research Laboratory in the Yamaguchi University Graduate School of Medicine, Ube, Japan.
Quality control of the assays
Quality control (QC) monitoring in the central laboratory was carried out chiefl y by use of a set of four fresh-frozen pooled sera from healthy individuals, stored in aliquots at − 80 ° C. Additional seven sets of commercially available QC specimens with artifi cially adjusted matrix were also measured as a supplemental monitoring procedure (Supplementary Table 1 , which accompanies the article at http://www.degruyter.com/ view/j/cclm.2013.51.issue-7/issue-fi les/cclm.2013.51.issue-7.xml). Each set of QC specimens consisted of two to three levels (below, within, or above the normal level). Two sets were for chemically measured tests and the other fi ve were for the immunologically measured tests. The same sets of specimens were also distributed to the local laboratories that took part in the cross-check study. The test results of commercial QC sera were reported together with those of specimens for the cross check.
Statistical analysis
Analysis of sources of variation and derivation of RIs were performed in the exact same way as described in Part 1 of this paper [ 1 ] . The linear structural relation of test results between the central laboratory and each local laboratory was determined by use of the major axis regression method [ 2 -4 ] , expressed as follows with x and y and b denoting the averages of x (test result from the central laboratory) and y (corresponding result from a local laboratory), and the slope, respectively.
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The slope b is determined by the following formula: Using the regression Equation (1), the lower limit (LL) and upper limit (UL) of a RI centrally derived can be converted to those of a local laboratory (LL ′ and UL ′ ) by use of the following formulae. The standard error of the slope b , SE(b), was determined by the bootstrap method by re-sampling the same number of data from the original dataset [ 5 ] . Mathematical derivation of SE(b) is known to be diffi cult but it is said to be approximated by the standard error of the slope b ′ , SE(b ′ ), computed by the ordinary least square method using the following formula (2, 4) (see Appendix 1).
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CV(b) was used as a guide to judge convertibility of the RIs derived from the central laboratory to those of the participating laboratories. Although many factors have to be considered in deciding when to allow the conversion, as explained in the Discussion, we empirically set CV(b) = 10% as the cut-off value for the conversion.
Results
Sources of variations of test results
The magnitudes of sex-, age-, and region-specific differences in test results examined by three-level nested ANOVA are as shown in Table 2 . We regarded a SD ratio (SDR) of ≥ 0.3 of any given factor as significant for consideration of partitioning RIs by the factor, as we did in Part 1 of this paper. With regard to between-sex difference, we compared the judgment by SDR for sex [SDR-sex] (third rightmost column in Table 2 ) with that by the Harris-Boyd method employing the adjusted z score [az] (fourth rightmost column in Table 2 ), whose critical limit is usually set as 3.0. The two approaches matched quite well. Significant sex-related change was identified by az score and SDR-sex in 20 and 17 of 40 analytes, respectively, including prominent examples of RBP, ferritin, and PSA. Similarly, significant between-region differences were found by SDR for between-region (SDR-reg) in nine analytes, including folate, CA15-3, adiponectin, and PTH as notable examples ( Figure 1 ). Similar figures are provided for all the analytes in Supplemental Figure 1 . Age-related changes were noted in 15 analytes including ApoB, DHEA-S, LH, and FSH. As the magnitude of between-region and -age differences often differ between the two sexes, we performed three-level nested ANOVA after separating the dataset by sex and introducing BMI as a third factor for the analysis (Supplementary Table 2 ). The two values shown within the parenthesis in the last two columns in Table  2 represent corresponding SDR-reg and -age values for males and females, respectively. We observed unmatched region-and age-related changes between the two sexes in three analytes (CysC, ferritin, and TRAP-5b) and seven Trans, transformation. SDR represents the ratio of the standard deviation for a given factor to that for a net between-individual variation. SDR-sex, -reg, and -age denote SDR representing between-sex, -region, and -age differences, respectively. a Harris-Boyd method was used to test for the need of partitioning by sex. The z score representing differences in two means is adjusted to az by multiplying a coefficient (k), which depends on the sample sizes of the two groups. For partitioning of RI, az ≥ 3.0 is usually considered as significant; b Three-level nested ANOVA was applied in two stages, first for between-sex, -region, and -age differences, and second for between-region, -age, and -BMI after partitioning by sex. SDR ≥ 0.3 was regarded as a significant between-sex, -region or -age difference.
analytes (LIP, CA125, PRL, LH, FSH, BoneALP, and TRAP5b), respectively.
Reference intervals
The RIs derived by the same procedures as described in Part 1 of this paper are listed in Table 3 , and in Supplementary Table 3 for full results for region-specific RIs. The age-specific RIs derived for each sex and decade of age are listed in Supplementary Table 4 .
Assay reagents or platforms involved in the cross-check testing
In this report, those laboratories using < 15 specimens for the comparison were omitted due to lack of adequate statistical power in the evaluation. Thus, the actual datasets used for the evaluation were reduced to those from 37 of the original 44 laboratories. Furthermore, those analytes with participation of less than eight laboratories for crosscheck testing were also omitted, thus reducing the number of analytes actually evaluated to 22 from the original 34. The combinations of reagents and assay platforms actually used for the measurements by local laboratories were so divergent that we did not list them here. However, those analytes measured by immunoassays could be subgrouped by manufacturers of assay reagents/platforms into a small number of categories as listed in Table 4 with Roche, Abbott, and Tosoh accounting for the majority of the immunoassays.
Typical two-dimensional scattergrams for the cross-check testing
Typical cross-check results for four non-standardized analytes (AFP, CA19-9, PSA, and TSH) are illustrated in that CV(b) decreases proportionately with the square root of the sample size used for the linear regression as expected from Equation (6). As described below, the crosscomparison for AFP, PSA, and TSH generally resulted in close correlations, although regression lines mostly did not match with the line of concordance (y = x). However, the graphs for CA19-9 showed a large scatter around regression lines with larger CV(b)s.
The CV(b) list
The list of CV(b) computed from the regression line for the cross-check between the central laboratory and each local laboratory is shown in Table 5 . The first column represents the sequence number of the local laboratories listed. The second column represents the number of samples actually measured by each local laboratory. Cells are colored according to the magnitude of CV(b). The average CV(b) and the percentage of laboratories that received the transference service of RIs with CV(b) < 10% are shown in the two bottom rows. A high rate of transferability of RI ( > 80%) was attained among the participating laboratories in the vast majority of analytes. Notable exceptions were those for TP, CysC, CA19-9, FT4, and FT3, which showed < 80% transferability. The list of CV(b) for the standardized analytes are shown in Supplementary Table 5 . Their CV(b) were generally low except for Alb, Na, K, Cl, and Ca, with a CV(b) exceeding 10% in most of the cases.
Commutability of commercial QC specimens in the cross-comparison
We had expected that commercial QC specimens would give much the same results in the cross-comparison of test results between the central and local laboratories. However, prominent differences were observed with the use of the QC specimens in test results for chloride, inorganic phosphate, HDL-C, LDL-C, amylase, and, partly, AST, ALP, sodium, potassium, and total protein. Figure 3 shows typical results of the cross-comparison plotted for two datasets: one for individual sera (black dots), as in When the standard deviation ratio due to region (SDR-reg) is 0.25, the RIs are computed in four ways: from the entire data (Asia All), Japanese, Chinese, and Southeast Asian (including Ho Chi Minh City, Kuala Lumpur, and Jakarta) (SE Asia).
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Discussion
A multicenter study for derivation of RIs can be conducted by either of two schemes. One is by individual measurement by collaborating laboratories and integration of test results to derive common RIs. The other is by centralized measurement and derivation of RIs, followed by transference of RIs to the collaborating laboratories with or without cross-comparison of test results. The former scheme can be applied to a study that only targets standardized analytes. However, when non-standardized analytes are included, it is essential to apply the latter scheme. The present study is the first multicenter study of reference values to include non-standardized analytes measured by immunoassays. There was, however, some hesitancy among would-be collaborating laboratories to take part in this study with no expected benefit unless the same reagents/platforms as those in the central laboratory were used. Therefore, it was needed to cross-compare test results between the central and local laboratories, and a service for transferring RIs to the participating laboratories based on the cross-comparison results by use of the reduced major axis regression was planned. The precision of converting RIs depends primarily on the SE of the slope, SE(b), which in turn depends on both the correlation coefficient and the sample size used for the comparison, as expected from Equation (5) (also refer to Appendix 1). It is obvious that with increases in the data size n and/or the correlation coefficient r , the precision of the conversion improves. For the standardized comparison, we chose to use CV(b) by dividing it by the slope b.
Regarding the critical limit for providing the conversion service, it is difficult to set a fixed value that is suitable to all situations. This is because the precision depends not only on n and r described above but also on analytical variations and the range of the RI (LL -UL) relative to its median (see below). Therefore, we inspected all the crosscheck test results and checked for the behavior of CV(b) in relation to the data size and the degree of scatter around regression line. Then, we set CV(b) = 10% empirically, as the critical value by consensus among the coordinators of the study. To demonstrate the performance of CV(b) and the implication its cut-off value, all pair-wise comparison made for four analytes are displayed in Supplementary  Figure 2 as a reference. On the basis of the approximated formula, Equation (6) , for the typical data size of n = 20, 30, and 40, CV(b) = 10% corresponds to r = 0.906, 0.849, and 0.787, respectively, indicating that uncertainty of the conversion is equivalent for the three cases despite relatively large change in the r value.
The number of specimens used for the comparison was in most cases < 40, less than that described in the CLSI guideline (EP9-A2) entitled ' Method comparison and bias estimation using patient samples ' [ 6 ] . Duplicate measurement as recommended in the guideline was also not done for the comparison. However, we obtained very low CV(b) of below 5% in most of the standardized analytes, a situation where we apparently do not need that many specimens for the comparison, with the notable exception of sodium (Na), chloride (Cl), potassium (K), total calcium (Ca), and albumin (Alb), which showed CV(b) of > 10%, as discussed below.
At any rate, we probably have to stratify the level of strictness in setting the acceptability criteria for the crosscomparison in the multicenter study. It varies from a situation where one just needs to confirm transferability of the RIs centrally determined to a situation where a regulatory group requests strict criteria for the transference. In fact, what we aimed at by the cross-comparison was to meet the need of the former situation, and thus, most laboratories were pleased with provision of the transference service.
However, we realized that it was very important not to measure all specimens for the cross-comparison in a single day. They should have been measured in two or more parts on separate days so that between-day variations of test results be considered in deriving the regression line.
As expected, the test results for the non-standardized analytes depended on reagent types and showed systematic bias between the central and local laboratories in the majority of cases. However, CV(b)s observed for the analytes mostly measured by immunoassays were as low as those for the standardized analytes, with 43% of them attaining a CV(b) of < 5%. This observation should have great relevance in considering harmonization of test results of those analytes. In fact, an international forum called ' Improving Clinical Laboratory Testing through Harmonization ' was held in October, 2010, in Gaithersburg, MD, USA, and the topic of harmonization of immunoassays has become an urgent global issue in the clinical chemistry societies [ 7 ] . It appears obvious that an indispensable step for harmonization is comparative measurement of a panel of commutable specimens or a set of multiple individual sera across reagents/platforms in the market. Then, the clinical chemical societies can find a way to build consensus among reagent manufacturers on how to align test results based on the comparison.
The large scatter around the regression line observed for TP, Alb, and the electrolytes (Supplementary Table 5 ) is mostly attributable to the narrow range (UL-LL) of each RI relative to the mid-point ((LL + UL)/2) of the RI, as was predicted by Linnet based on his simulation study to evaluate required number for samples for the method comparison [ 8 ] . This implies that a small change in the test result causes a large relative fluctuation in the cross-comparison using specimens limited to healthy individuals. Actually, the unit for reporting values of Na and Cl is 1 mmol/L, and their RIs cover a range of only 6 units (140 -146 mmol/L) and 8 units (100 -108 mmol/L), respectively. Thus, there exists a large round-up error for the last digit in reporting test results: i.e., a difference of one unit (1 mmol/L) corresponds to 16.7% and 12.5% of the range of RIs for Na and Cl, respectively. Similar situations exist for TP, Alb, K, and total Ca: a 1-unit change in the reported value makes a difference of 6.7%, 11.1%, 9.1%, and 7.7% of the range of RIs, respectively.
From these theoretical considerations, the success of the transference of RIs on the basis of cross-comparison using specimens from healthy individuals depends on: 1) a wider range of the RI (UL-LL) relative to the median of the RI; 2) a larger sample size n used for the comparison; and 3) a higher correlation coefficient r . It is also important to make a visual check for outlying data points which affect the regression line.
As for the regionality prominently observed for folate, we assume this will be attributable to the genetic differences in enzymes that are involved in processing folate in the body [ 9 ] . This is because supplementation of folate is not a common practice in East and Southeast Asia, even for women in the reproductive age. Actually, the pattern of regionality (higher values in Taiwan, Hong Kong, Ho Chi Minh City, and Jakarta) appears similar for both males and females. The possibility of higher consumption of green vegetables in those countries appears unlikely because regionality is still clearly observed even after adjusting for the level of vegetable consumption recorded in the questionnaire by multiple regression analysis (this finding will be reported in the third companion paper to be submitted in this series). In regard to the regionality observed for CA15-3, PTH, and adiponectin, we can only attribute them to genetic differences in concentrations of those proteins in blood. 
